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IN-PLACE RECALIBRATION TECHNIQUE APPLIED TO A CAPACITANCE-TYPE 
SYSTEM FOR MEASURING ROTOR BLADE TIP CLEARANCE 


by John P. Barranger 
Lewis Research Center 

SUMMARY 

The rotor-blade-tip clearance measurement system consists of a capacitance- 
sensii^ probe with self-contained timing elements, a connecting coaxial cable, and re- 
motely located electronics. Using complex variable and electrical network theory, 
equations are derived that characterize the system operation. The quantities that deter- 
mine the accuracy of the system are strong functions of probe tip temperature and hu- 
midity and therefore depend on the environment at the probe tip during the normal oper- 
ation. A novel in-place recalibration technique is presented which partly overcomes 
this problem throxrgh a simple modification of the electronics that permits a scale- 
factor correction. The quantities that determine the scale factor are measured during 
calibration and during the normal operation, that is, during in-place recalibration. 

The in-place recalibration technique is applied to a commercial system under con- 
ditions of 5 to 95 percent relative humidity and temperatures up to 370^ C (700^ F). 

Over the clearance range of 0 to 1000 micrometers (40 mils), the recalibration tech- 
nique reduced the errors caused by changes in humidity from a maximum of 45 mi- 
crometers (1. 8 mils) to a maximum of 10 micrometers (0. 4 mil) and reduced the errors 
caused by temperature from a maximum of 88 micrometers (3. 5 mils) to a maximum of 
40 micrometers (1. 6 mils). 

Equations are also found that characterize the important cable and probe design 
quantities. It is shown that under certain circumstances mutual inductive tuning of the 
probe may be necessary. 


INTRODUCTION 

The long need for jet engine rotor-blade-tip-clearance measurement devices has 
been intensified recently by advances in technology. Advanced engine designs encom- 
pass lightweight, high-performance concepts such as the use of small, thin airfoils for 



blades and tighter rxinning clearances to achieve improved fuel efficiency. 

Capacitance sensors are used extensively for the measurement of rotor-blade-tip 
clearance. The capacitance principle has also been applied to pressure transducers, 
accelerometers, and in biological activity monitoring. 

In this report a novel in-place recalibration technique is applied to a capacitance 
type of rotor-blade-tip-clearance measurement system. The system consists of a 
capacitance- sensing probe with self-contained tunir^ elements, a connectir^ coaxial 
cable, and remotely located electronics. Using complex variable and electrical network 
theory, equations are derived that characterize the system operation. The quantities 
that determine the accuracy of the system are strong functions of probe tip temperature 
and humidity and therefore depend on the environment at the probe tip during the normal 
operation. The in-place recalibration technique partly overcomes this problem through 
a simple modification of the electronics that permits a scale-factor correction. Cali- 
bration and in-place recalibration methods of measurement for the quantities that deter- 
mine the scale factor are also described. 

The in-place recalibration technique is applied to the commercial system under 
conditions of 5 to 95 percent relative humidity and temperatures to 370° C (700° F). 

Over the clearance range of 0 to 1000 micrometers (40 mils), the recalibration tech- 
nique reduced the errors caused by changes in humidity from a maximum of 45 microm- 
eters (1. 8 mils) to a maximum of 10 micrometers (0. 4 mil) and reduced the errors 
caused by temperature from a maximum of 88 micrometers (3. 5 mils) to a maximum of 
40 micrometers (1. 6 mils). 

The equations in appendix A characterize the important cable and probe design quanti- 
ties. It is shown that under certain circumstances mutual inductive tuning of the probe 
may be necessary. Appendix B is a list of S 3 mibols used in this report. 


SYSTEM THEORY OF OPERATION AND METHODS OF MEASUREMENT 

This section is divided into three subsections. In the first subsection, usii^ circuit 
theory and the theory of functions of complex variables, equations are derived that char- 
acterize the system operation. The quantities that determine the accuracy of the sys- 
tem are strong functions of probe tip temperature and humidity and therefore depend on 
the environment at the probe tip during normal operation. In the second subsection the 
in-place recalibrated technique partly overcomes the above problem throvigh a simple 
modification of the electronics that permits a scale-factor correction. In the last sub- 
section calibration and in-place recalibration methods of measurement for the quantities 
that determine the scale factor are described. 
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System Quantities 


Figure 1 is a schematic of a rotor blade and the probe tip of a typical shroud- 
mounted capacitance-sensing probe. The probe tip has a rigid coaxial construction, 
that is, a solid inner conductor separated from a solid outer tube by an insulator. As 
the blade passes under the probe tip, the capacitance between the inner conductor and 
the blade tip is a measure of the distance between them. 

The equivalent admittance, as seen from the terminal pair 2-2% can be considered 
the parallel combination of a capacitance and a shunt resistance. Let the shimt resist- 
ance be designated The capacitance is the sum of the capacitance of the coaxial 

probe tip alone and the inner conductor to blade tip capacitance. Let this total capaci- 
tance at the point of maximum capacitance be denoted by 

Cm = + C(d) (1) 

where is the coaxial probe tip capacitance, C(d) is the blade capacitance, and d is 
the distance between the inner conductor and the blade tip. Blade capacitance C(d) in- 
creases as d decreases and is a function of the geometries of the probe tip and blade 
as well. 

Figure 2 shows C(t), the capacitance as a function of time, for the passing of two 
blades under the probe tip. The probe tip diameter is usually made much smaller than 
the interblade spacing. For this reason C(t) equals between blade pairs. The 
blade capacitance C(d) is the difference between the maximum and the minimum capaci- 
tance, that is, - Cq. 

The values of and of the shunt resistance depend on the geometry of the 
coaxial probe tip and the electrical characteristics of the insulator. It is known that the 
dielectric properties of an insulator change with temperature. Further, the electrical 
characteristics of exposed insulator surfaces are subject to changes in humidity. The 
quantities and R^ are therefore influenced by the temperature of the insulator and 
the humidity in the space around the probe tip. 

The value of C(d) is usually small compared with that of C^, of the order of 2 to 
10 percent. Furthermore, the coaxial cable that connects the probe and the electronic 
equipment has its own reactance elements which add to C^. Moreover, the inevitable 
motion and vibration of the cable causes changes in the cable reactance elements that are 
frequently larger in equivalent magnitude than C(d). To overcome these difficulties, the 
admittance as seen from terminal pair 2-2^ of figure 1 is made part of a timed circuit 
with self-contained timing elements rigidly mounted as an integral part of the probe. As 
is shown in a later section, this approach magnifies the value of C(d) and minimizes 
system dependency on changes in coaxial cable parameters. 

Figure 3 is a system block diagram showing the electronics, cable, probe, and 
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rotor. The system electrical equivalent circuit is illustrated in figure 4. The elec- | 

tronics consist of a source of radiofrequency voltage e_ of angular frequency co in I 

& I 

series with its source admittance y and an amplitude detector A for measuring the 1 

magnitude of the voltage e. The network N represents the cable and probe tuning ele- 
ments and has an input admittance y when loaded by C and R^, the total capacitance 
and shimt resistance, respectively. In the following paragraphs it is shown that the 
change in the magnitude of e is a measure of the change in capacitance C(d) and 
therefore is also a measure of the clearance d. 

Using conventional circuit analysis, the voltage e is given by 


e 


e V 

gig 


y + y, 


g 


( 2 ) 


where all the quantities are complex functions of the variable jco. The input admittance 
of A is designed to be very much smaller than y. The voltage e is a function of both 
C and R , since e is a function of y and y, in turn is a function of C and R . As 
is shown in a later section, the influence of R^ is minor compared with that of C. 
Denoting e^ as the voltage e when C is changed, the differential given by 


®cm " ®co 



( 3 ) 


defines a linear approximately of e^. As is shown later in this section, a certain type 
of nonlinearity is permitted without changing the results. The positive quantity 
(C^ - Cq) = AC is the change in capacitance C(d) as a result of the passing of a blade 
under the probe tip. (See fig. 2.) The quantity e^^^^ - e^^ is the corresponding change 
of the voltage e^. The factor (de/dC)^ is the derivative of e with respect to C, 
evaluated at C = C^. The operating range of includes changes in due to varia- 
tions in temperature and humidity. The derivative de/dC in equation (3) exists because 
the network is physically real and passive and therefore is analytic in the vicinity of 
C=C^. 

Equating the magnitude of each side of equation (3) yields the expression 



It is now assumed that the phase angle of e and, therefore, of e do not change with 
C over the raige of C, which includes the operating range of and all AC. This 
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approximation is verified in a later section where for a commercial system it is shown 
that the phase angle of e changes by less than 4°. Thus 


I ®cm ” ®co I ~ I ®cm I 


'CO 


= Ale„l 


where A e is the change in the magnitude of e . Equation (4) now becomes 


A e. 


VdC/. 


AC 


(5) 


Equation (5) states that if the magnitude of the derivative is known, the chaise in the 
magnitude of e^ is a measure of AC and, therefore, is also a measure of the clear- 
ance d. 

The quantity A ] e^ ] is found by taking the difference between the maximum and mini- 
mum output of the amplitude detector A as the blade passes under the probe tip. The 
quantity |(de/dC)Q| is a strong function of C^ and depends on temperature and humidity. 
As is shown in a later section the magnitude of (de/dC)^ changes by 14 percent. It can 
be measured during calibration, but it is difficult to determine under operating condi- 
tions since the temperature and humidity are not usually known in the vicinity of the 
probe tip. Thus the varying nature of (de/dC)^ results in errors in the clearance 
measurements. 

To overcome this difficulty, equation (3) is modified in such a way that the signifi- 
cant quantities are either measureable or constant. To show this, first the function-of- 
function rule is applied to de/dC, that is, 

de _ de dy 
dC dy dC 

Then, by following this procedure, equation (3) becomes 



where the factor (dy/dC)^ is the derivative of y with respect to C evaluated at 
C = Cq, and the factor (de/dy)^ is the derivative of e with respect to y, evaluated at 
C = Cq. Equatii^ the magnitude of each side, equation (6) becomes 



(7) 
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The quantity |(de/dy)Q| is a strong fxmction of C^. The in-place recalibration 
technique described later in this section provides a method for its measurement over 
the operating range of C^. The other quantity |(dy/dC)Q| is fortunately a weak function 
of Cq. It is measured as part of the calibration and is assumed uncharged over the 
operating range of C^. This approximation is verified in a later section where it is 
shown that |(dy/dC)Q| changes by only 3 percent. Thus, the highly variable and un- 
manageable quantity |(de/dC)Q| has been replaced by the product of a still highly vari- 
able but now measureable factor |(de/dy)Q| and the constant factor |(dy/dC)Q|. 


In-Place Recalibration 

In this subsection it is shown that the in-place recalibration technique provides a 
method of measuring the value of |(de/dy)^| in equation (7) during the time the system 
is in use, that is, over the operating range of C^. This is done through a simple modi- 
fication of the electronics that permits the determination of the quantities for the scale- 
factor correction. Measurements of the quantities are made during calibration and dur- 
ing in-place recalibration. 

Figure 5 shows the system equivalent circuit with in-place recalibration. The 
switch K and the admittance yj^ have been added to the electronics portion of the sys- 
tem. With the switch K closed, y is the parallel combination of yj^ and the input 
admittance of N. 

It should be noted that in the conventional in-place recalibration technique (ref. 1), 
the parallel admittance is connected directly across the sensing element, in this case 
the capacitance C in figure 5. However, because of the small value of capacitance 
change and the uncertain stray capacitances, an accurate and stable parallel admittance 
is not practical. The novel placement of yj^ away from the sensing element minimizes 
these problems while maintaining the usefulness of the method. Another disadvantage 
of the conventional technique is the usual requirement for both magnitude and phase- angle 
measurements. Thus, another simplifying and novel feature of figure 5 is the measure- 
ment only of the magnitude of e by amplitude detector A and not its phase angle. 

Using an argximent similar to the one used previously, a relationship is found be- 
tween the change in the magnitude of e and the change in the magnitude of y when K 
is charged from the open to the closed position. For 0 = 0^ let y be denoted by 


yn = yo+yk 


where y^ is the input admittance of N with the switch K open. This equation is 
similar to equation (1). Since e is a function of y the differential given by 
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defines a linear approximation of where is the voltage e when y is changed. 
The quantity (y^^ - y^) = yj^ is the change in admittance resulting from switch closure. 
The quantity ey^ - e ^ is the corresponding change of the voltage e^. Equation (8) is 
similar to equation (^). Equating the magnitude of each side of equation (8) yields the 
expression 

I e - e 
I yn yo 

For equation (6) it is now asstimed that the phase angle of (dy/dC)^ does not change with 
C over the operating range of C^. This approximation is verified in a later section 
where it is shown that the phase angle of (dy/dC)^ changes by less than 2°. Further, 
let the phase angle of yj^ equal the phase angle of (dy/dC)^. Since e^^ = e^^ and the 
phase ai^le of e^^^ is now the same as the phase angle of the phase angle of e^ 

does not change with C over the range of C, which includes the operating range of 
and all AC. Thus 



I ®yn ‘ ®yo I I ^yn I ‘ I ®yo ' ^ i ®y I 

where ^l^yl the change in the magnitude of e^. Equation (9) now becomes 


A|eyl = 




( 10 ) 


From equation (10) it can be seen that since yj^ is fixed, is a measure of 

|(de/dy)^|. Thus, long-term variations in the magnitude of the derivative due to changes 
in Cq are reflected in changes in Aje^j. 

It is desirable that the amplitude detector A measure both A|ey| and on 

the same scale, that is, that these quantities be of the same order of magnitude. Com- 
parison of equations (7) and (10) shows that this can be achieved at approximately one- 
half scale if 



( 11 ) 


where (AC)^^^ is the maximum expected AC. 


Thus the value of y^^ is now completely 
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determined since its magnitude is given by equation (11) and its phase angle is equal 
to the phase angle of (dy/dC)^. 

It is now shown that measurements of ^ l^y] determine the scale factor that can be 
used to correct the data taken during calibration. The measurement procedure is as 
follows: (1) A single value of A|ey| is measured during routine calibration where 
Aje^,! is determined over the required rar^e of clearance d. (2) The value of A|eyl 
is measured again in place, that is, with the probe mounted in the desired location and 
the system in the normal operational condition. And (3) the values of the two Ajoyl’s 
measured under steps (1) and (2) are used to scale A je^|, and the resialtant quantity is 
applied to the calibration curve derived in (1) to determine the clearance. 

For the purpose of detailii^ the formulation, let A | e^^ | be | | for the calibra- 

tion condition measured in step (1). Equation (7) can be written as 



( 12 ) 


where the derivatives are evaluated at the probe capacitance at the time of cali- 
bration. The environmental conditions are such that the value of is usually stable 

during calibration. Further, let A j ey^^ j be the value of A | Oy | for the calibration con- 
dition. Equation (10) can then be written as 


A e. 


ya' 


(-) 

Vdy/, 


oa 


|ykl 


(13) 


Equation (12) becomes, after eliminating the derivative (de/dy)^^^ from equations (12) 
and (13), 


Me, 1=^ 


ca» 


bkl 


<dc). 


oa 


• AC 


(14) 


Let A I e^^ij 1 be A | e^, | for the operational condition. Equation (7) is now 

AC (15) 


A e 


cb I 


(-) 







where the derivatives are evaluated at C^^j, the probe capacitance existing during the 
operational condition. The environmental conditions are such that the value of C^^ is 
usually stable durir^ the measurement time, normally less than 10 seconds. Further, 
let Ajeyijl be the value of A|ey| for this condition. Equation (10) is now 
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A 



(16) 


and equation (15) becomes 


A e 


cbl 


A e. 


ybl 


lyfcl 



(17) 


After eliminating AC/|yj^| from equations (14) and (17), equation (14) becomes 


A|e 


ca« "^l^cbl 


l(dy/dC)^al 


^hybl K^y/^c)obl 


( 18 ) 


By the previous assumption presented with equation (7), j(dy/dC)^| is constant with C 
over the operating range of including, of course, the values of and 

Setting the last factor of equation (18) to unity, equation (18) becomes 


A e. 


^I^cal =^i®cbl 


A e. 


ya' 

ybl 


(19) 


Equation (19) is the desired equation showing the in-place recalibration achieved through 
the correction of A|e^^l by a scale factor which is the ratio of the value of A|ey^| 
measured during calibration and the value of A|ey^j measured under the actual opera- 
tional condition. The clearance is obtained by applying equation (19) to the calibration 
curve obtained in step (1). 

This analysis depends on the linear approximations of equations (3) and (8). It 
should be noted that a certain type of nonlinearity is permitted without chaining the re- 
sults. Let the approximation 


®cm ~ ®co 


= (^) • - C„) • [l + K,c(C^ - C„) .. 


( 20 ) 


and the approximation 


®yn ■ ^^y 


= (^) • (yn - yo> • + *^ly^yn - yo) + ^2y(yn - yo>' 


+ . . . 


( 21 ) 
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where none of the K’s are functions of C^, be substituted for equations (3) and (8), re- 
spectively. By following an identical procedure, it can be shown that the bracketed fac- 
tors of equations (20) and (21) are eliminated and the final result, equation (19), is un- 
changed. Thus the in-place recalibration technique can be applied to calibration curves 
that follow this type of nonlinearity, that is, where the K’s are not functions of C^. 


Methods of Measurement 

Calibration and in-place recalibration methods of measurement for the quantities 
Ajoyal and A|ey|^| that determine the scale factor are now described. The other 
quantities of interest in equation (19), and are also discussed. 

Figure 6 is a block diagram of the calibration system. The probe is mounted to a 
plate which simulates the shroud. A precision, bidirectional table is used to translate 
the mounted blade in the two directions indicated in the figure. Movement parallel to 
the plate simulates rotor blade motion, while motion perpendicular to the plate is used 
to set the clearance d. 

During calibration the desired clearance is set and then the mounted blade is 
moved parallel to the plate beginning and ending at simulated interblade positions. The 
output of the amplitude detector is at first a constant then increases as the probe is 
approached, reaches a peak, then decreases as the blade moves away from the probe 
and finally levels out again. Figure 7 shows the output wave form during calibration. 

The quantity A j e^^^l is found by taking the difference between the maximum and mini- 
mum output as the blade passes under the probe tip. The plot of A | as a function of 
d is the calibration curve. The single quantity A le„„ I is the change in the output when 
the switch K is closed while the blade is stationary at the interblade position. 

Under the normal operational condition, the amplitude detector output is a series 
of waveforms, each corresponding to a blade passing under the probe tip. Figure 7 
shows this output during in-place recalibration. The quantity A | e^^^ | for any given 
blade is found by taking the difference between the maximum and minimum output as 
that blade passes under the probe tip. The quantity A | | is the change in the output 

when switch K is closed. This measurement is made at the interblade positions be- 
fore and after the switch closure, as illustrated in figure 7. The dashed lines repre- 
sent the transient that occurs immediately after the switch is closed. If the environ- 
mental conditions in the vicinity of the probe tip change durii^ the system’s normal 
operation, these measurements are repeated to obtain updated values of A | e^j^ | and 



The quantities A | e^^ ] , A | Sy^^ | , and A | Oy^^ | are used in equation (19) to solve for 
A I . The clearance is obtained by finding the d corresponding to A | e^^| on the 
calibration curve. 
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The important approximations used in the derivation of the in-place recalibration 
equation (19) are as follows: 

(1) Equations (3) and (8) (or (20) and (21)) are valid approximations of e^ and e^, 
respectively. 

(2) The phase angle of e does not change with C over the rai^e of C, which in- 
cludes the operating range of and all AC. 

(3) The magnitude and phase angle of (dy/dO^ do not change with C over the 
operating range of C^. 

It is clear that the design of an appropriate system should be optimized with respect to 
these factors. In the following sections it is shown that an unoptimized commercial 
measurement system sufficiently approximates the conditions to yield useful results. 


SYSTEM ANALYSIS 

In this section a commercial system consisting of electronics, connecting coaxial 
cable, and probe network is analyzed. Component values of the network elements are 
inserted in the equations and the resultant calculations of magnitude and phase angle of 
e and y, and the magnitudes of (de/dC)^ and (dy/dC)^ are plotted as functions of 
capacitance. The calculations show that 

(1) The presence of the shunt resistance across C in the equivalent circuit 
has only minor influence on the plotted curves. 

(2) The phase angle of e changes by less than 4° over the range of C, which in- 
cludes the operating range of C^ and all AC. 

(3) The magnitude of (de/dC)^ is a strong function of C, changing by 14 percent 
over the operating range of C^. 

(4) The magnitude of (dy/dC)^ is a weaker function of C, changing by only 3 percent 
over the operating range of C^. 

(5) The phase angle of (dy/dC)^ chaises by less than 2° over the operating range of 

Co* 

(6) The tuning elements cause y to be a sensitive indicator of clearance by mag- 
nifying the value of C(d) by a factor of approximately 240. 

The system equivalent circuit consisting of the electronics, the connecting coaxial 
cable, and a probe network is shown in figure 8. It is the same as figure 5 except that 
network N has been separated into two networks, Nj and N 2 « Network N 2 repre- 
sents the probe-tuning elements and has an input admittance of yp when loaded by C 
and Rg. Network Nj represents the cable and with K open has an input admittance 
of y when loaded by yp. 

From transmission line theory (ref. 2) it is known that 
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( 22 ) 


1 

ypZo + tanh(cy + 

^0 

_1 + ypZg tanh(o' + jj3)l 


where Zg is the characteristic impedance, a is the attenuation constant, /3 is the 
phase constant and I is the length of the line. The quantities Zg, a, and /3 are char- 
acteristic of the particular type of coaxial cable used. 

It was found experimentally that the circuit of figure 9 represents the probe network 
N 2 loaded by C and R^, The equations that characterize the important design quanti- 
ties for this network and the cable are derived in appendix A. The input admittance of 
Ng loaded by C and is 


N 

P D„ 


(23) 


where 


Np = 1 - u)^C(l + 




R, 


+ R.2 


and 


1 + cu^C^r2^ 


(24) 


Dp = Rg - ^ 


m2p2„2 

W C R^y 


^ 1^2 ^2 1^1 


R, 


1 + co^C^R^/ 


+ j(x)lj2 


i-u}^ch+ ^ 


JcVJ\ Hf H \ 


'Rj + 


R, 


1 + 


(25) 


Component values for the quantities in circuit equations (2) and (22) to (25) were ob- 
tained for the commercial system. The connecting coaxial cable is approximately 35. 6 
meters (116 ft) long. Two electrically equivalent probes were measured: a cooled 
probe with a maximum tip temperature of 370° C (700° F), and an uncooled probe with a 
maximum tip temperature of 93° C (200° F). The probes were 9 millimeters (3/8 in. ) 
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in diameter at the tip, were overall 80 millimeters (3 in. ) long, and had a clearance 
range of 1000 micrometers (40 mils). 

Values of the probe-tuning elements in equations (24) and (25) were derived from 
measurements of the terminal impedance of the probe using a Radiofrequency Vector 
Impedance Meter. A similar procedure was used to measure the values of the connect- 
ing coaxial cable parameters in equation (22). It is estimated that the impedance mag- 
nitude measurements have an accuracy of ±10 percent and the phase angle measurements 
have an accuracy of ±10°. These accuracies are adequate for the purposes of determin- 
ing the change in the quantities outlined in the first paragraph of this section. 

The source admittance y in equation (2) is jcoC where the source capacitance 

& s 

is designated Cg. 

Component values and some of the resulting calculated quantities are as follows: 


Electronics: 

Source voltage, e , V 1. 0 

5 C 

Source frequency, f, Hz 10. 5x10 

Source angular frequency, w, rad/sec 66.0x10 

Source capacitance, C_, pF 47 

Source admittance, y , S j3. 1x10 

& O 

In-place recalibration admittance, yj^, S (0. 73+J2. 3)xl0 

Coaxial cable: 

Characteristic impedance, Zq, SI 50. 0 

Attenuation constant times length, a I, neper 0. 197 

Phase constant times length, rad -0.490 

Probe tuning elements: 

Inductor L^, H 63x10"® 

Series resistance associated with Lj, 160 

Inductor Lg, H 0. 46x10"® 

Series resistance associated with L„, 0. 1 

Mutual inductance, M, H 3. 38X10" 

Probe tip: 

Maxim imi expected AC, (AC)^^, pF 0.21 

Capacitance C over operating range of C^, pF 4. 30 to 4. 36 

Capacitance C over range of C that includes the operating rai^e 

of C and all AC, pF 4. 30 to 4. 57 

^ fi 

Minimiim shunt resistance, R^., SI 1x10 


The probe tip capacitances are approximate calculated values. They were determined 
from measurements of e made while varyir^ the probe tip environment over the full 
temperature and humidity operating limits of the probe. 
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The curves of figures 10 and 11 are plots of the calculated magnitude and phase an- 
gle of e and y over the capacitance range of 3. 5 to 5. 5 picofarads for much 
larger than the reactance of C and for R equal to its minimum value of 1 megohm. 
The curves of figure 12 are plots of the magnitude of (de/dC)^ and (dy/dC)^ over the 

operating range of C. (4. 30 to 4. 36 pF) for the same conditions of R . 

o c 

It can be seen that the addition of the shunt resistance across C to the equivalent 
circuit has only minor influence on the curves over the region of interest near C^. The 
phase angle of e curve in figure 10 shows that this quantity changes slowly with C over 
the range of C which includes the operating range of and all AC. In the capaci- 
tance range of 4. 30 to 4. 57 picofarads the phase angle of e changes by less than 4°. 

Examination of figure 12 shows that the magnitude of (de/dC)^ is a strong function 
of C, while the magnitude of (dy/dC)^ is a weaker function of C. Over the operating 
range of the total change in | (de/dC)^ | is 14 percent, and the total change in 
|(dy/dC)Ql ^ percent. Thus (dy/dC)^, which is used in the in-place recalibra- 

tion technique, is clearly better than (de/dC)^, which was used in the original system. 

It is now shown that the tunii^ elements magnify the value of AC, causing y to be 
a sensitive indicator of clearance and minimizing the system's dependency on charges in 
coaxial cable parameters. If y were to be entirely capacitive, |dy/dc| would equal 
o) or 66.0x10®. From figure 12, |(dy/dC)p| has a minimum value of 16. 05x10^ and 
therefore the value of AC is magnified by the ratio 16. 05x10^/66. 0x10® or approxi- 
mately 240. Thus the of 0. 21 picofarad is equivalent to a change of approxi- 

mately 50 picofarads at the input terminal. Besides providing a larger change in volt- 
age e, the use of tuning elements also minimizes dependency on changes in coaxial 
cable parameters, since the small changes in the coaxial cable reactance elements due 
to motion and vibration are now compared with 50 picofarads r.ather than 0. 21 pico- 
farad. 


EXPERIMENTAL DATA USING THE IN-PLACE RECALIBRATION TECHNIQUE 

The in-place recalibration technique was applied to the commercial system de- 
scribed in the previous section under separate conditions of extreme temperature and 
humidity. Two electrically equivalent probes were measured; one, a cooled, 370° C 
(700° F) type; the other, an uncooled, 93° C (200° F) type. Heaters were used to raise 
the probe tip from room temperature to the maximum allowed temperature for each 
tjT>e. A humidity enclosure provided the probe-tip environment which was varied over 
its full operating limits of 5 percent to 95 percent relative humidity at room tempera- 
ture. The values of A |ey| were obtained by using the calibration system of figure 6 
and the measurement methods described in an earlier section. The quantity A | 
corresponds to the ambient condition found at calibration. The quantity A j Sy^ | 
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was obtained at the extreme environmental condition of the test. Equation (19) was used 
to correct the data. 

The data points of figure 13 are the errors in clearance before and after correction 
as a function of clearance over the operating limits of 5 to 95 percent relative humidity 
at room temperature. For each clearance the data point is the worst error out of four 
measurements taken. Over the range of 0 to 1000 micrometers (40 mils) the in-place 
recalibration technique reduced the maximum error caused by changes in humidity from 
45 micrometers (1. 8 mils) to 10 micrometers (0. 4 mil). 

The data points of figure 14 are the errors in clearance before and after correction 
as a fimction of clearance over the operating limits of room temperature to the maximum 
allowed temperature. As before, the data point is the worst error for that clearance. 
Over the range of 0 to 1000 micrometers (40 mils) the in-place recalibration technique 
reduced the maximum error caused by changes in temperature from 88 micrometers 
(3.5 mils) to 40 micrometers (1.6 mils). The larger errors, after correction in the 
maximxun allowed temperature environment as compared with the humidity case, are 
probably due to local heating of the tuning elements. 


SUMMARY OF RESULTS 

The rotor-blade-tip clearance system consists of a capacitance- sensing probe with 
self-contained tuning elements, a connectii^ coaxial cable, and remote electronics. 

Tests showed that the accuracy of the system suffered from a strong dependence on probe 
temperature and humidity. An in-place recalibration technique was presented which 
partly overcame this problem through a simple modification of the electronics that per- 
mitted an in-place scale-factor correction. When this technique was applied to a com- 
mercial system, significant reductions in the errors under conditions of varying humidity 
and temperatures were demonstrated. Equations were also found that characterized the 
important cable and probe design quantities. 

Lewis Research Center, 

National Aeronautics and Space Administration, 

Cleveland, Ohio, January 23, 1978, 

505-04. 
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APPENDIX A 


CABLE AND PROBE DESIGN 


In this appendix equations are derived that characterize the important cable and 
probe design quantities. It is shown that 

(1) For long distances between the probe and the electronics, the input admittance 
of the prd>e may require scaling. 

(2) The scaling of yp can be achieved by mutual couplii^ between inductive tuning 
elements of the probe. 

(3) The connecting coaxial cable must be taken into consideration in any system de- 
sign. 

From transmission line theory (ref. 2), it is known that 


j ypZQ + tanh(of + j ^) I 
Zq 1 + ypZQ tanh(a + j^)l 


(Al) 


where Zq is the characteristic impedance, a is the attenuation constant, ^ is the 
phase constant, and I is the length of the line. 

In the conventional application of transmission lines, the cable is terminated by the 
fixed resistance Zq, which results in a y of 1/Zq. For the present application, how- 
ever, it is necessary that y be a function of yp. If the distance between the probe tip 
and the electronics is very short, then from equation (Al) y = yp since I in effect is 
equal to zero. On the other hand, when the distance is long, neither the simultaneous 
inequalities 


ypZQ » tanh(o- + j^)l 
1 « ypZQ tanh(of + j/3)^ 


nor the simultaneous inequalitites 


ypZQ « tanh(or + j/3)^ 

1 » ypZQ tanh(o' + j/3)^ 


(A2) 


(A3) 


are permitted for y to be a function of yp. It is clear that if both inequalities of (A2) 
or of (A3) are satisfied, y no longer depends on yp. Neither the simultaneous inequal- 
ities of (A2) nor of (A3) are satisfied if the relationship expressed loosely by 
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(A4) 


r>j 


z 


0 


is met. Further, the equality 

1 = tanh(a? + j/3)i (A5) 

that is, the simultaneous equalitites 


2 

1 _ tanh qljl + tan $1) 
1 + tanh^ori tan^/3i 

Q _ tan/3^(l - tanh^a^) 
1 + tanh^O'^ tan^^l 


> 


J 


(A6) 


is not permitted if y is to be a function of y^. The equalities of (A6) cannot be simul- 
taneously satisfied because the function tanh al has a value less than 1. 0 for finite otl~ 
Thus, the approximation of (A4) is the only requirement for y to be a function of yp. 

For any given probe network Ng, yp may be relatively fixed and therefore may be 
unable to meet the approximation of (A4). Thus, the network for N 2 must demonstrate 
a feature such as simple scaling of yp to achieve the desired approximation. 

A commonly used tuning circuit which will ultimately lead to the network of figure 9 
is now analyzed. It is shown that for a number of practical reasons y is indeed rela- 

ir 

lively fixed for the network and cannot be scaled in its present form. Figure 15 is the 
circuit for Ng loaded by C. For the present discussion the shunt resistance across 
the capacitance and the series resistances associated with the inductors are neglected. 
This can be done since radiofrequency circuits are usually designed to have large re- 
actances compared with their resistances. A series resonant circuit is formed by 
and C, while the parallel combination of L|^ and the series circuit is another resonant 
circuit. The resultant input admittance has no real part, while its imaginary part, 
called the input susceptance B^, is written as 


^ 1 - +1^) 1 - o)2c(L^ + I^) 

^O o o 


(A7) 


In network theory one often deals with the susceptance as a function of frequency. 
The undamped natural frequencies, called critical frequencies, are important design 
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quantities. Because capacitance rather than frequency is the variable of interest here, 
a set of analogous critical capacitances are sought. The critical capacitances are de- 
fined in terms of the positive roots of the numerator and denominator of susceptance. 
The capacitance that makes the numerator zero shall be called a capacitance zero, and 
the capacitance that makes the denominator zero shall be called a capacitance pole. 
Thus for Bq from equation (A7) 


C 


zo 


1 


(A8) 


is the probe capacitance zero and 



(A9) 


is the probe capacitance pole. 

As mentioned in an earlier section, the value of depends on the geometry of the 
coaxial probe tip and the dielectric properties of the insulator. The diameter of the 
probe tip is usually determined by the range of the clearance; that is, the higher the 
range, the larger the diameter. The tip is made long enough to reach inside the shroud 
of the rotor stage to be measured. Thus, the design of the probe tip and therefore the 
value of Cp is relatively fixed for any given installation. For high system sensitivity 
the change in B^^ should be a strong function of the change in C at C = C^. This 
means that the derivative of B^ with respect to C evaluated at C = should be 
large. Using equations (A7) and (A9) the derivative is given by 


dB 

0 

dC 


O) 


C=C 




(I) 


(AlO) 


"poy 


For a given w, dB /dC is largest when C is of the same order of magnitude 

C-Cq P 

as C . Since C„ is relatively fixed, then C ^ is also relatively fixed. The minimum 
0 0 ' po 

u) is determined by the required speed of response. Loi^ transmission line lei^hs and 
electronic equipment considerations place an upper limit on u>. Within the practical 
range of w, determination of from equation (A9) results in a relatively large value 
for a radiofrequency inductor. Since the same constraint applies to Ljj in equation (A8), 
C _ is of the same order of magnitude as C Thus, for a given installation the 

ZO 
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values of L^, Lj^, C, and in figure 15 are relatively fixed. But because equa- 
tion (A4) demands that B^ be approximately 1/Zq, it may be necessary to scale B^. 

The following synthesis shows that the scaling of B^^ can be achieved through the 
addition of mutual coupling of the inductive tuning elements. Figure 16 is the same as 
figure 15 except that mutual coupling has been added. The input susceptance B is now 
written as 


1 - w^C(Li + L„ + 2M) 

Bp = i ? (All) 

-wLg + - M^j 

where the sign of M is taken in the dot convention shown in figure 16. If is to be 
scaled by 1/k where k is real and positive then the equality 



(A12) 


must be met. Figure 16 represents a physically realizable network synthesis of 
satisfying equation (A12) if the element values L^, Lg, and M are physically realizable 
for all k. Thus, and L 2 must be real and positive and M must be real and satisfy 
then inequality 


LjLg - > 0 


(A13) 


Using equations (A7) and (All), equation (A12) can be written 


1 - o)^C(Lg^ +1^) 1 - o)^C(L^ + Lg + 2M) 

-o)kI^ + oj^CkL^Ljj -ojL 2 + ai^C^L^Lg - 


(A14) 


A solution of equation (A14) may be found by equating coefficients of corresponding 
powers of cu in the numerator and denominator. Performing this operation yields the 
equations 


(A15) 

(A16) 


" ^1 ^2 
“ ^2 
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kLaLb = L^L2 - 


(A17) 


By solving equations (A15) to (A17) simultaneously, and M become 


L, = La + 




kLb 

M = -Lb(k ± Vk) 

The ->£ is chosen for convenience since for k = 1, M = 0, and the circuit of fig- 
ure 16 reduces to 15. In summary 


(A18) 

(A19) 


Li - La + 


- 1 )‘ 


Lo = 


2 ■ 


M = - l) 


(A20) 

(A21) 

(A22) 


It is clear that and L 2 are real and positive and that M is real and, by equa- 
tion (A17), satisfies (A13). Thus, the synthesis is valid and the scaling of can be 
achieved through the addition of mutual coupling between the inductive tunii^ elements. 
To find the critical capacitances for figure 16, equation (All) is rewritten as 




1 - + L 2 + 2M) 


-wLr 


1 - 


M' 


(A23) 


The probe capacitance zero and the probe capacitance pole are therefore 


= 


zp 9 

u)^(Lj + L 2 + 2M) 


(A24) 


and 
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(A25) 



In this discussion the shvuit resistance across the capacitance and the series re- 
sistance associated with the inductors were neglected. Figvire 9 is the same as fig- 
ure 16 except that the resistances have been included. 

Equations (A24) and (A25) are expressions for the capacitance zero and the capaci- 
tance pole of the probe circuit. It is of some interest to determine the critical capaci- 
tances for the input admittance of the connecting coaxial cable loaded by the probe as 
shown in figure 4. The input susceptance part of y in equation (Al) with y^ = 
and a = 0 can be written in the form 



As before, the critical capacitances are defined in terms of the positive roots of the 
ninnerator and denominator of the susceptance. The capacitance zero and the capaci- 
tance pole of the cable loaded by the probe are therefore 


1 - 


(joL .2 tan 




tan ef 

1 - 2 


C ^>0 


PP 


(A27) 


and 


1 + 


C = C ■ 
P PP 


Zq tan /3 1 
0)Lo 




Cp>0 


zp 


COLr 


(A28) 
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Examination of equations (A27) and (A28) reveals that the probe critical capacitances 
may be shifted or may disappear when they are observed from the input of the connecting 
coaxial cable. Thus, the connecting coaxial cable must be taken into consideration in 
any system design. 

For the commercial system the various critical capacitances and the operating 
rai^e of are as follows: 

Probe: 


Operating range of = 4. 30x10"^^ to 4, 36x10"^^ 

= 3. 27x 10"^2 F 
zp 

C = 6. 02x10' F 
PP 


F 


Cable loaded by the probe: 


= 3.68x10'^^ F 
C does not exist 

It 

The operating range of C. lies between and and above C„. The operating 

o PP ^ 

range of C and C are indicated in figure 11, which is the calculated magnitude and 
o z 

phase angle of y. Note that C is a good approximation of the value of C for which 
the magnitude of y is a minimum and the phase angle of y is zero. 
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APPENDIX B 


SYMBOLS 


amplitude detector 
input susceptance part of y, S 
input susceptance in fig. 15, S 
input susceptance part of y , S 
capacitance, F 
Cm - C„. F 

blade capacitance, F 
capacitance as a function of time, F 
source capacitance, F 

total capacitance at point of maximum capacitance, ^ 

maximum expected AC, F 

coaxial-probe-tip capacitance, F 

capacitance pole of B, F 

capacitance pole of B^, F 

capacitance pole of Bp, F 

capacitance zero of B, F 

capacitance zero of B^, F 

capacitance zero of Bp, F 

denominator of y , eq. (23) 

Jb^ 


clearance, fim 
voltage, V 

e when C is changed, V 


change in magnitude of e^, V 


change of e^ as result of change in capacitance, - C^, V 
ec C = C^, V 
source voltage, V 
e when y is changed, V 


I 
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^ e.. 


e - e 
yn yo 


-yo 


f 

ju> 

K 

K 


1C»^2C’ ‘ 


^ly»^2y» • • 






Lj, L 2 

I 

M 

N 

Nl 

No 


Rj, Rg 

y 

yg 

yk 

yn 


a 

U) 


change in magnitude of e^, V 

change in as the result of chaise in admittance y^ - y^ V 
ey for C = with switch K open, V 
source frequency, Hz 
variable 

in-place recalibration switch 

coefficients of nonlinear approximation (eq. (20)) 

coefficients of nonlinear approximation (eq. (21)) 

real and positive constant, B^k = B 

P 

probe- tuning inductors in fig. 15, H 
probe- tuning inductors in figs. 9 and 16, H 
lei^th 

probe-tuning mutual inductance, H 
cable and probe-tuning elements network 
nmnerator of y , eq. (23) 
cable network 

probe-tuning elements network 
shunt resistance, 

series resistances associated with Lj and L 2 , respectively, 

admittance, S 

source admittance, S 

in-place recalibration admittance, S 

y for C = Cq with switch K closed, yj^ = Yq + yjj» S 

y for C = Cq with switch K open, S 

probe admittance, S 

coaxial cable characteristic impedance, SI 
coaxial cable attenuation constant, nepers/unit length 
coaxial cable phase constant, rad/unit length 
source angular frequency, rad/sec 
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Subscripts: 

a calibration condition 


b operational condition 
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^Rotor 
K blade 


Figure 1. - Schematic of rotor blade and probe tip of typical shroud 
mounted capacitance-sensing probe. 


C(t) 



Figure 2. - Capacitance as function of time for passing of two blades under probe tip. 
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Figure 4. - System equivalent circuit. 
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Figure 5. - System equivalent circuit with in-place recalibration. 


Plate Bidirectional 



'-Mounted 

blade 


Figure 6. - Block diagram of calibration system. 
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Figure 7. - Output of amplitude detector during calibration and In-place recalibralion. (Time axis t is not to scale. ) 



Figure 8. - System equivalent circuit with in-place recalibration. Network N is separated into two networks, for the cable and N 2 for the probe 
tuning elements. 



Figure 9. - Circuit for N 2 loaded by C and with mutual coupling. 
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Magnitude of admittance, 
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Figure 10. - Calculated magnitude and phase angle of e over capacitance range of 3. 5 to 5. 5 picofarads. 
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Figure 11. - Calculated magnitude and phase angle of y over capacitance range of 3. 5 to 5. 5 picofarads. 
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Clearance, 

Figure 13. - Errors in clearance before and after correction as function of clearance over oper 
ating limits of 5 to 95 percent relative humidity at room temperature. 
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Rj » 1/wC 


1 (de/dC)(,l 


r|(dy/dC)(,| 


4.31 4.32 4.33 4.34 4.3 

Coaxial probe tip capacitance, Cg, pF 

Figure 12. - Calculated magnitude of (de/dOg and (dy/dC)g over operating range of Cg. 





Clearance, pm 


Figure 14. - Errors in clearance before and after correction as function of clearance over oper- 
ating limits of room temperature to maximum allowed temperature (370P C (700P F) for cooled 
probe and 93° C (200° F) for the uncooled probe). 



Figure 15. - Circuit for N 2 loaded by C neglecting 
all resistances. 



Figure 16. - Circuit for N 2 loaded by C with mutual 
coupling neglecting all resistances. 
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